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DEUTSCH  Gebrauchsanweisung  

sLEP-R ELISA, R07 96 Bestimmungen 

Regulatorischer Status Für Forschungsanwendungen 

Testprinzip Enzymimmunoassay 

Dauer (Inkubationszeit) 5 h 

Antikörper Spezifische hochaffine Antikörper  

Verdünnungspuffer gebrauchsfertig  

Waschpuffer 20fach Konzentrat 

Standards 8 Einzelstandards: 0 - 30 ng/mL, lyophilisiert 

Assay Range 0,0385 – 150 ng/mL  

Kontrollen 2 Serumkontrollen, niedrige bzw. hohe Konzentration, 
lyophilisiert 

Proben humanes Serum / Plasma (EDTA, Heparin) 

Erforderliches Probenvolumen 30 µL Einzelbestimmung / 50 µL Doppelbestimmung 

Probenverdünnung 1:5 

analytische Sensitivität  Ø 0,0385 ng/mL  

Intra- / Interassay Varianz Ø < 10 % 

Linearität 1:5 – 1:90 Lineare Regression R2 > 0.9 

Interferenz: 

Triglyzeride / Bilirubin / Hämoglobin 

Kein Einfluss bis: 

100 mg/mL / 100 µg/mL / 1 mg/mL 

Kalibration Rekombinanter eukaryotisch exprimierter löslicher 
Leptin Rezeptor (Mediagnost, #P48357 AA20-839+HIS 
tag) 

Interferenz des rekombinanten 
Leptins 

Kein Einfluss bis 256 ng/mL  

Erwartungswerte Erwachsene gesunde Blutspender  

1 ZWECKBESTIMMUNG 

Die quantitative Messung von löslichem humanen Leptin Rezeptor (sLEP-R), in 
menschlichem Serum oder Plasma zu Forschungszwecken. 
 

2 EINFÜHRUNG 

Das Adipokin Leptin realisiert die Signaltransduktion über vier verschiedene Leptinrezeptor 
(LEP-R)-Isoformen. Die Menge an funktionell aktivem LEP-R wird jedoch durch konstitutives 
Abspalten der extrazellulären Domäne beeinflusst. Das Produkt des Spaltungsprozesses, der 
so genannte lösliche Leptinrezeptor (sLEP-R, soluble Leptin receptor), ist das 
Hauptbindungsprotein für Leptin im menschlichen Blut und moduliert dessen 
Bioverfügbarkeit. Konzentrationen von sLEP-R werden bei Stoffwechselstörungen, wie 
Diabetes mellitus Typ 1 oder Adipositas, unterschiedlich reguliert und können daher die 
Leptinsensitivität erhöhen oder verringern. Lipotoxizität und Apoptose erhöhen die LEP-R- 
Spaltung über ADAM10-abhängige Mechanismen. Im Gegensatz dazu, obwohl erhöhte 
sLEP-R-Konzentrationen die Leptineffekte direkt zu inhibieren scheinen, können reduzierte 
Mengen an sLEP-R die verminderte Membranexpression von LEP-R widerspiegeln. Diese 
Ergebnisse erklären zum Teil Veränderungen der Leptinsensitivität, die mit Veränderungen 
der Serum-sLEP-R-Konzentrationen in Zusammenhang stehen, die bei 
Stoffwechselstörungen beobachtet werden (1-5). 
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3 TESTPRINZIP 

Der Mediagnost sLEP-R ELISA R07 ist ein sogenannter Sandwich-Assay unter Verwendung 
zweier spezifischer und hochaffiner Antikörper. Der an die Mikrotiterplatte gekoppelte erste 
Antikörper bindet das sLEP-R aus der Probe. Im nachfolgenden Schritt bindet am derart 
immobilisierten sLEP-R der zweite spezifische anti-sLEP-R-Antikörper. Dieser ist biotinyliert 
und ermöglicht die Bindung eines Streptavidin-Peroxidase-Enzymkonjugats.  
Die folgende enzymatische Reaktion resultiert in einer Blaufärbung des Substrats, deren 
Intensität abhängig ist vom sLEP-R Gehalt der Probe. Nach dem Stoppen der Reaktion wird 
die Farbintensität (dann gelb) durch die Messung der Absorption quantifiziert und mittels 
einer Standardgeraden in die sLEP-R Konzentration der Probe umgerechnet. 

4 WARNHINWEISE UND VORSICHTSMAßNAHMEN 

Der Mediagnost sLEP-R Kit ist nur zum In-vitro-Gebrauch und nicht zur inneren Anwendung bei Mensch und Tier geeignet. 
Dieses Produkt darf nur exakt wie in der mitgelieferten Anleitung beschrieben eingesetzt werden. Mediagnost kann nicht für 
einen eventuellen Verlust oder Schaden haftbar gemacht werden, der durch Nichtbeachtung der Instruktionen entsteht, 
soweit keine gesetzliche Regelung anderes besagt. Sicherheitsdatenblatt auf Anfrage erhältlich.   

VORSICHT: Dieser Kit enthält Material humanen und/oder tierischen Ursprungs. Die Bestandteile des Kits sind so 
zu handhaben, als ob sie infektiös wären. 

Bitte verwenden Sie keine abgelaufenen, offensichtlich beschädigten, mikrobiell kontaminierten oder ausgelaufenen 
Reagenzien.  

Angemessene Vorsichtsmaßnahmen und die Regeln der guten Laborpraxis müssen bei Lagerung, Gebrauch und 
Entsorgung der Bestandteile des Kits eingehalten werden. Die Entsorgung der Bestandteile des Kits muss nach den 
örtlichen Vorschriften erfolgen. 

4.1 Menschliches Serum: 

in folgenden Komponenten enthalten: KS1 und KS2 
Das humane Material, das für die Präparation dieses Produktes verwendet wird, wurde mit negativem Ergebnis auf 
Humanen Immundefiziens-Virus (HIV I und II), Hepatitis B-Oberflächenantigen und Hepatitis C Virus getestet. Da kein Test 
das Vorhandensein von infektiösen Erregern völlig ausschließen kann, sollten die Reagenzien wie potentiell infektiöses 
Material gehandhabt werden. 

4.2 Reagenzien  

AK, EK, VP, WP, A-H enthalten als Konservierungsmittel 5-chloro-2-methyl-4-isothiazolin-3-one und 2-methyl-4-
isothiazolin-3-one (<0,015%)  
H317   Kann allergische Hautreaktionen verursachen. 
P280   Schutzhandschuhe/ Schutzkleidung/ Augenschutz/ Gesichtsschutz tragen. 
P272   Kontaminierte Arbeitskleidung nicht außerhalb des Arbeitsplatzes tragen. 
P261   Einatmen von Dampf vermeiden. 
P333+P313 Bei Hautreizung oder –ausschlag: Ärztlichen Rat einholen/ ärztliche Hilfe hinzuziehen. 
P302+P352 BEI KONTAKT MIT DER HAUT: Mit viel Wasser und Seife waschen. 
P501  Entsorgung des Inhalts/des Behälters gemäß den örtlichen/ regionalen/ nationalen/ internationalen 

Vorschriften. 
Substratlösung (S) 
Das TMB-Substrat (S) enthält 3,3´,5,5´ Tetramethylbenzidin (<0,05%). 
H315 Verursacht Hautreizungen. 
H319 Verursacht schwere Augenreizung. 
H335 Kann Atemwege reizen. 
P261 Einatmen von Staub/ Rauch/ Gas/ Nebel/ Dampf/ Aerosol vermeiden. 
P305+P351+ BEI KONTAKT MIT DEN AUGEN: einige Minuten lang behutsam mit Wasser spülen.  
P338 Vorhandene Kontaktlinsen nach Möglichkeit entfernen. Weiter spülen. 
Stopplösung (SL) 
Die Stopplösung enthält 0,2 M Schwefelsäure (H2SO4) 
H290   Kann gegenüber Metallen korrosiv sein. 
H314   Verursacht schwere Verätzung der Haut und schwere Augenschäden. 
P280   Schutzhandschuhe/ Schutzkleidung/ Augenschutz/ Gesichtsschutz tragen. 
P301+P330+ BEI VERSCHLUCKEN: Mund ausspülen.  
P331   KEIN Erbrechen herbeiführen. 
P305+P351+ BEI KONTAKT MIT DEN AUGEN: einige Minuten lang behutsam mit Wasser spülen.  
P338  Vorhandene Kontaktlinsen nach Möglichkeit entfernen. Weiter spülen. 
P309+P310 BEI Exposition oder Unwohlsein: Sofort GIFT INFORMATIONSZENTRUM oder Arzt anrufen. 
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4.3 Erste-Hilfe Maßnahmen: 

Nach Hautkontakt: Nach Berührung mit der Haut mindestens 15 Minuten lang mit genügend Wasser 
abwaschen. Kontaminierte Kleidung und Schuhe wechseln. 
Nach Augenkontakt: Nach Berührung mit den Augen mindestens 15 Minuten lang mit genügend 
Wasser spülen. Ausreichende Spülung durch Spreizung der Augenlider sicherstellen. 
Nach Verschlucken: Mund mit Wasser ausspülen, vorausgesetzt die Person ist bei Bewusstsein. 
Sofort einen Arzt zuziehen. 

5 PROBEN 

5.1 Probenmaterial 

Serum und Plasma  

Die Messung von sLEP-R in korrespondierenden Serum und Heparin- bzw. EDTA-Plasma 
ergab vergleichbare Werte, das Antikoagulanz hatte keinen Einfluss auf die Resultate.  

5.2 Probenentnahme 

Das Blut zur Probengewinnung ist mittels standardmäßiger Venenpunktion zu entnehmen. 
Hämolytische Reaktionen sind zu vermeiden. 

5.3 Erforderliches Probenvolumen: 

  30 µL Einzelbestimmung / 50 µL Doppelbestimmung 

5.4 Probenverdünnung 

• Verdünnung z.B. 1:5 mit Verdünnungspuffer VP 

• Beispiel für eine Doppelbestimmung: 50 µL Probe werden zu 200 µL 
Verdünnungspuffer VP gegeben (Verdünnungsfaktor 5). 

• Mindestverdünnung der Probe beträgt: 1:5 

 

5.5 Probenstabilität 

 In geeigneten fest verschließbaren Probengefäßen: 

• Lagerung bei Raumtemperatur 20-25°C: max. 2 Tag  

• Lagerung bei 4°C:  max. 3 Tage 

• Lagerung bei -20°C: 2 Jahre 

• Gefrier/-Auftau-Zyklen: max. 3 

Einfrieren und Auftauen der Proben sollte minimiert werden. 3 Frier-/Tauzyklen zeigten 
keinen Einfluss auf die gemessenen sLEP-R Konzentrationen in den Proben. 
 

5.6 Interferenz 

Bis zu einer Konzentration von 100 mg/ml Triglyzeriden, 100 µg/mL Bilirubin, 1 mg/mL 
Hämoglobin wird die sLEP-R-Messung im humanen Serum nicht beeinflusst. 
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6 MATERIALIEN 

6.1 Inhalt der Testpackung 

Die im Kit gelieferten Reagenzien sind ausreichend für 96 Tests einschließlich der 
Standardkurve. 
 
MTP Mikrotiterplatte, gebrauchsfertig, beschichtet mit anti-hLeptin-R-

Antikörper/ Die Vertiefungen sind einzeln abbrechbar. 
12x8 

Vertiefungen 

A-H hLeptin-Rezeptor Standards (rek.), Konzentrationen sind auf den 
Etiketten und auf dem QC-Zertifikat angegeben. 

 8 x 1 mL 

KS1 Kontrollserum 1, lyophilisiert, (humanes Serum),  
die Konzentration ist auf dem QC-Zertifikat angegeben. 

 1 x 500 µL 

KS2 Kontrollserum 2, lyophilisiert, (humanes Serum),  
die Konzentration ist auf dem QC-Zertifikat angegeben. 

 1 x 500 µL 

AK Antikörperkonjugat, gebrauchsfertig, 
anti-hLeptin-R-Antikörperkonjugat biotyniliert 

 1 x 12 mL 

EK Enzymkonjugat, gebrauchsfertig, 
Meerrettich-Peroxidase (POD) konjugiertes Streptavidin. 

 1 x 12 mL 

VP Verdünnungspuffer, gebrauchsfertig. 
Bitte vor Gebrauch Schütteln! 

 1 x 60 mL 

WP Waschpuffer WP, 20fach konzentrierte Lösung   1 x 50 mL 

S Substrat S, gebrauchsfertig, Meerrettich-Peroxidase (POD)-
Substrat, stabilisiertes Tetramethylbenzidin. 

 1 x 12 mL 

SL Stopplösung SL, gebrauchsfertig,  
0,2 M Schwefelsäure.  

 1 x 12 mL 

- Abdeckfolie für die Mikrotiterplatte  3 x 

i Packungsbeilage  1 x 

- Qualitätskontrollzertifikat (QC-Zertifikat)  1 x 

 

6.2 Nicht mitgelieferte benötigte Materialien 

• Entmineralisiertes Wasser oder destilliertes Wasser (Aqua destillata), 950 mL. 

• Mikropipetten und Mehrkanal-Pipetten mit auswechselbaren Einmalspitzen  

• Einmalröhrchen aus Polyethylen PE/ Polypropylen PP Röhrchen zum Verdünnen der 
Proben 

• Vortex-Mixer 

• Mikrotiterplattenschüttler (350 Upm) 

• Photometer für Mikrotiterplatten ("ELISA-Reader"), Filter bei 450 und ≥590 nm. 
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7 TECHNISCHE HINWEISE 

Lagerbedingungen 
Nach Erhalt sollte der Test-Kit bei 2 - 8°C bis zum Verfallsdatum gelagert werden.  

Haltbarkeit 
Die Haltbarkeit der Reagenzien nach Öffnung beträgt 4 Wochen. Nicht verwendete Streifen der Testplatte 
sind zusammen mit dem Trockenkissen luftdicht in dem wiederverschließbaren Klippbeutel bei 2° - 8°C zu 
lagern. Die Streifen bitte nur in dem mitgelieferten Rahmen verwenden. Rekonstituierte Komponenten 
(Standards A – H und Kontrollseren KS1 und KS2) sollten bei -20°C aufbewahrt werden. Zur weiteren 
Verwendung schnell aber schonend Auftauen (keine Temperaturerhöhung über Raumtemperatur und kein 
übermäßiges Vortexen), bis zu 3 dieser Einfrier-Auftauzyklen zeigten keinen Einfluss auf den Test. 
Wiederholtes Einfrieren und Auftauen ist zu vermeiden. Der 1:20 gebrauchsfertig verdünnte Waschpuffer WP ist 
4 Wochen haltbar. 
Vorbereitung der Reagenzien 
Alle Komponenten des Kits müssen vor Gebrauch auf Raumtemperatur 20-25°C gebracht werden, die evtl. in 
manchen Puffern vorhandenen Präzipitate müssen vor Gebrauch durch Mischen und Erwärmen wieder gelöst 
werden. Reagenzien aus Kits mit unterschiedlichen Chargen-Nummern sollten nicht vermischt werden.  

Rekonstitution 
Die Standards A – H und Kontrollseren KS1 und KS2 werden mit dem im Kit enthaltenen Verdünnungspuffer VP 
rekonstituiert. Es empfiehlt sich zum Rekonstituieren die Reagenzien 15 Minuten bei Raumtemperatur stehen zu 
lassen und sie anschließend kräftig mit einem Vortex-Mixer zu mischen. Schaumbildung sollte jedoch vermieden 
werden. 
Verdünnung 
Nach der Rekonstitution werden die Kontrollseren KS1 und KS2 im gleichen Verhältnis (z.B. 1:5) wie die Proben mit 
dem Verdünnungspuffer VP verdünnt. 
Das benötigte Volumen des Waschpuffers WP wird vorbereitet, indem das 20fach Konzentrat im Verhältnis 1:20 mit 
Aqua dest. verdünnt wird. 

Inkubation  
Inkubation bei Raumtemperatur bedeutet: Inkubation bei 20 - 25°C. Die Substratlösung S, stabilisiertes 
Tetramethylbenzidin, ist lichtempfindlich – Aufbewahrung und Inkubation bitte vor Licht geschützt.  

Testdurchführung 
Die Messungen (Standards A-H, Kontrollseren KS1 und KS2 und Proben) sollten stets in Doppelbestimmung 
durchgeführt werden. Um optimale Ergebnisse zu erhalten, ist auf genaues Pipettieren und strikte Befolgung des 
Testprotokolls zu achten. Bei der Testdurchführung sollten Standards A-H, Kontrollseren KS1 und KS2 und die 
jeweiligen Proben möglichst schnell pipettiert werden z.B. in 15 Minuten). Das Antikörper-Konjugat AK und 
Enzymkonjugat EK sowie nachfolgend die Substratlösung S und die Stopplösung SL sollten in der gleichen 
Reihenfolge und in dem gleichen Zeitintervall auf die Platte zugegeben werden. Dies verhindert Variationen in der 
Konzentrationsbestimmung durch unterschiedliche Inkubationszeiten. 

Schütteln 
Die Inkubationen sollen geschüttelt bei mittlerer Umdrehungsfrequenz eines für Mikrotiterplatten geeigneten Schüttlers 
erfolgen. Wir empfehlen 350 rpm. Bauartbedingt können individuell Abweichungen von diesem Wert möglich sein, 
dann muss die Umdrehungsfrequenz angepasst werden. Zu geringes Schütteln kann durch ungenügende 
Vermischung der Lösungen zu verringerten optischen Dichten, hohen Streuungen und/oder falschen Werten führen, 
zu starkes Schütteln dagegen zu erhöhten optischen Dichten und/oder falschen Werten.  

Waschen 

Korrektes Waschen ist von grundlegender Bedeutung für den sicheren, richtigen und präzisen Ablauf des Testes. 
Ungenügendes Waschen ist eine häufige Ursache für nicht valide Testdurchführungen. Mögliche Folgen sind 
unkontrollierte unspezifische Variationen der gemessenen optischen Dichten, die zu falschen Ergebnisberechnungen 
der Proben führen können. Mögliche Hinweise darauf sind z.B. hohe Standard A-Wert und variabel streuende 
Messwerte. Zum Waschen muss der mitgelieferte und auf Gebrauchskonzentration verdünnte Waschpuffer verwendet 
werden. Das Waschvolumen pro Waschzyklus und Vertiefung muss mindestens 300 µL betragen.  
 

Die Gefahr des Umgangs mit potenziell infektiösem Material ist zu berücksichtigen. 
 

Manuelles Waschen wird empfohlen. Die Waschflüssigkeit kann dabei per Multistepper, Mehrkanalpipette oder 
auch mit einer Spritzflasche dispensiert werden. Die Waschflüssigkeit kann durch schwungvolles Ausschwenken der 
Mikrotiterplatte über einem Becken entfernt werden. Falls Absaugvorrichtungen eingesetzt werden, ist darauf zu 
achten, dass die Oberflächen der Vertiefungen der Mikrotiterplatte nicht beschädigt werden. Nach jedem einzelnen 
Waschzyklus sollte die verbleibende Restflüssigkeit durch Ausklopfen der Mikrotiterplatte auf nicht fusselndem Zellstoff 
gründlich entfernt werden. Bei Gebrauch eines speziellen automatischen Mikrotiterplattenwashers ist unbedingt 
dessen Gebrauchsanweisung zu befolgen. Die Geräteeinstellungen müssen u.a. der Mikrotiterplattengeometrie und 
den Parametern der Waschspezifikation angepasst werden. Es ist zu beachten, dass die Dispensier- und 
Absaugkapillaren des Gerätes nicht die Oberfläche der Vertiefungen der Mikrotiterplatte beschädigen. Die 
verbleibende Restflüssigkeit nach jedem Absaugen muss minimiert werden. Nach Ende des gesamten 
Waschvorganges sollte die Menge der verbleibenden Restflüssigkeit überprüft und ggfs verringert werden durch 
mehrmaliges Ausklopfen der Mikrotiterplatte auf nicht fusselndem Zellstoff.  
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8 TESTDURCHFÜHRUNG 

Vorbereitung der Reagenzien 
 

Testdurchführung in Doppelbestimmung: 

Pipettieren Reagenzien Position 

100 µl Standard A (0 ng/mL) A1/A2 

100 µL Standard B (0,625 ng/mL) B1/B2 

100 µL Standard C (1,25 ng/mL) C1/C2 

100 µL Standard D (2,5 ng/mL) D1/D2 

100 µL Standard E (5,0 ng/mL) E1/E2 

100 µL Standard F (10 ng/mL) F1/F2 

100 µL Standard G (20 ng/mL) G1/G2 

100 µL Standard H (30 ng/mL) H1/H2 

100 µL Kontrollserum KS 1  (1:5 verdünnt) A3/A4 

100 µL Kontrollserum KS 2  (1:5 verdünnt) B3/B4 

100 µL Probe   (1:5 verdünnt) in die restlichen Vertiefungen nach 
Bedarf pipettieren 

Mit Klebefolie die Vertiefungen dicht abdecken.  

Proben-Inkubation: 2 h bei 20-25°C, 350 Upm 

5x 300 µL Absaugen und die Platte 5x mit je 300 µL Waschpuffer WP/ 
Vertiefung waschen. 

In jede Vertiefung  

100 µL Antikörperkonjugat AK  In jede Vertiefung 

Mit Klebefolie die Vertiefungen dicht abdecken. 

Inkubation: 2 h bei 20-25°C, 350 Upm 

5x 300 µL Absaugen und die Platte 5x mit je 300 µL Waschpuffer WP/ 
Vertiefung waschen.  

In jede Vertiefung  

100 µL Enzymkonjugat EK  In jede Vertiefung 

Mit Klebefolie die Vertiefungen dicht abdecken. 

Inkubation: 30 Minuten bei 20-25°C, 350 Upm 

5x 300 µL Absaugen und die Platte 5x mit je 300 µL Waschpuffer WP/ 
Vertiefung waschen.  

In jede Vertiefung 

100 µL Substratlösung S In jede Vertiefung 

Substrat S Inkubation: 30 Minuten im Dunklen bei 20-25°C 

100 µL Stopplösung SL In jede Vertiefung 

Messung der Absorption innerhalb von 30 min bei 450 nm (Referenzfilter ≥ 590 nm). 
 

Reagenzpräparation: Rekonstitution: Verdünnung: 

A-H Standards In 1 mL  Verdünnungspuffer VP  - 

KS1 Kontrollserum 1 in 500 µL  Verdünnungspuffer VP 1:5 mit Verdünnungspuffer VP  

KS2 Kontrollserum 2 in 500 µL  Verdünnungspuffer VP 1:5 mit Verdünnungspuffer VP  

WP Waschpuffer - 1:20 mit Aqua dest. 

Proben mit Verdünnungspuffer VP 1:5 verdünnen. Proben nicht unverdünnt einsetzten. 

Vor der Testdurchführung alle Reagenzien auf Raumtemperatur (20-25°C) bringen. 
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9 QUALITÄTSKONTROLLE 

GLP erfordert, dass mit jeder Standardkurve Kontrollen mitgeführt werden. Um eine 
ordnungsgemäße Durchführung zu gewährleisten, sollte eine statistisch signifikante Anzahl 
der Kontrollen untersucht werden, um Mittelwerte und akzeptable Bereiche zu ermitteln. Die 
Kit-Kontrolle müssen innerhalb des zulässigen Bereichs, der auf dem QC-Zertifikat 
angegeben worden ist, gefunden werden. Wenn die Kriterien nicht erfüllt sind, ist der Test 
ungültig und sollte wiederholt werden. 

9.1 Qualitätskriterien  

Zur Auswertung des Testes sollte gewährleistet sein, dass die Extinktionen vom Standard A 
0,25 Einheiten nicht überschreiten, Standard H sollte dagegen Extinktionen über 1,0 
Einheiten erreichen. Proben, die höhere Extinktionen als der Standard H erzielen, liegen 
außerhalb der Standardkurve, zur sicheren Bestimmung sollten diese Proben in einer 
zweiten Testdurchführung bei höherer Verdünnung nochmals bestimmt werden.  

10 AUSWERTUNG 

10.1 Erstellung der Standardkurve 

Die bereitgestellten Standards enthalten folgende sLEP-R Konzentrationen: 
 

Standard A B C D E F G H 

ng/mL 0 0,625 1,25 2,5 5,0 10 20 30 

1) Ermittlung des Mittelwertes der optischen Dichte vom Standard A aus den 
Doppelbestimmungen (Vertiefung A1/A2). 

2) Von den Mittelwerten der optischen Dichte der Standardkonzentrationen und der 
Proben wird die mittlere Extinktion des Standards A abgezogen. 

3) Die Standardkonzentrationen (x-Achse) werden gegen die gemessene optische Dichte 
(y-Achse) aufgetragen.  

4) Empfehlung: die Berechnung der Standardkurve sollte durch ein statistisches 
Programm erfolgen, da die Kurve i. Allg. nicht ideal durch eine lineare Regression 
beschrieben wird. Ein höhergradiges Polynom, 4-Parameter-Anpassungen oder 
nicht-lineare Regression sind zur Auswertung geeignet, in manchen Fällen kann 
eine Spline oder Punkt-zu-Punkt Anpassung angebracht sein. 

5) Die Multiplikation des jeweiligen für die Proben und Kontrollen berechneten sLEP-R 
Gehaltes mit dem entsprechenden Verdünnungsfaktor der Proben ergibt die sLEP-R 
Konzentration in ng/mL. 

10.2 Beispiel einer exemplarischen Standardkurve 

Die exemplarischen Daten und die Standardkurve in der Abbildung 1 können nicht für die 
Berechnung der Testergebnisse genutzt werden! Für jeden Test muss eine eigene 
Standardkurve mitgeführt werden. 
 

Tabelle 1 Messdaten einer typischen Standardkurve. 

Standard A B C D E F G H 

ng/mL 0 0,625 1,25 2,5 5,0 10 20 30 

OD450-620 nm 0,00 0,047 0,102 0,198 0,392 0,823 1,577 2,117 
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Abbildung 1: Typische Standardkurve einer sLEP-R Durchführung 

 

10.3 Beispielhafte Berechnung der sLEP-R Konzentration 

Probenverdünnung: 1:5  
 
Gemessene Extinktion der Probe: 0,419 
 
Gemessene Extinktion Standard A: 0,00 
 
Aus der Differenz der Proben-Extinktion und der Extinktion des Standard A Wertes 
berechnet Ihr Auswertungsprogramm mit der entsprechenden Kurvenanpassung die 
sLEP-R Konzentration der verdünnten Probe. In diesem Fall ergibt sich eine sLEP-R 
Konzentration in der verdünnten Probe von 
 
y = -3E-05x3 + 0,0006x2 + 0,078x 
x= 5,17 

 
und unter Berücksichtigung des Verdünnungsfaktors (1:5) somit eine sLEP-R-Konzentration 
in der unverdünnten Probe von  
 

5,17 ng/mL x 5 = 25,85 ng/mL  
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11 ERWARTUNGSWERTE 

Mit dem Mediagnost ELISA R07 wurden beispielhaft Proben von 39 gesunden Probanden 
(20 Frauen, 19 Männer) bestimmt und analysiert (siehe Tabelle 2).  
 
Tabelle 2: Beispielhafte Werte für sLEP-R bei Erwachsenen. Die Beispielhafte Werte wurden ermittelt aus 
Proben von 39 gesunden Blutspendern, gezeigt ist der geschlechtsspezifische Mittelwert, Median, (n=Anzahl; 
MW=Mittelwert; SA=Standardabweichung; Min.=Tiefstwert; Max.=Höchstwert) 
 

Geschlecht n MW 

[ng/ml] 

SA 

[ng/ml] 

VK 

[%] 

Median 

[ng/ml] 

Min. 

[ng/ml] 

Max. 

[ng/ml] 

Frauen 20 24,2 6,45 26,67 23,3 15,5 38,5 

Männer 19 25,1 7,22 28,73 24,1 14,1 36,7 

Gesamt 39 24,6 6,76 27,43 23,9 14,1 38,5 

 

12 ASSAY EIGENSCHAFTEN UND VALIDIERUNG 

12.1 Sensitivität 

Die analytische Sensitivität des Testsystems ist definiert als die Konzentration sLEP-R die 
vom Leerwert / Hintergrund unterschieden werden kann. Als Maß wird hier die zweifache 
Standardabweichung des Leerwertes genutzt.  
Die analytische Sensitivität des Mediagnost sLEP-R ELISA beträgt im Mittel 0,0385 ng/mL.  
Die Bestimmungsgrenze oder Quantifizierungsgrenze (limit of quantitation, LOQ, aus 
Verdünnungsreihen mit 3 verschiedenen Seren mit max. Differenz der jeweiligen Messwerte 
von ± 20 % zum Erwartungswert) beträgt 0,56 ng/mL. 

12.2 Spezifität 

Rekombinanter sLEP-R wurde in Konzentrationen von 10 ng/mL zum Verdünnungspuffer VP 
gegeben, dazu wurde rekombinantes Leptin in Konzentrationen von je 1 – 256 ng/mL 
zugefügt. Der sLEP-R Gehalt wurde gemessen: bis zu 128 ng/mL stört das rek. Leptin die 
Messung von rek. sLEP-R nicht (Werte +/-30%). 
 
Tabelle 3: Spezifität Der Einfluss vom rek. Leptin wurde untersucht, indem zum rek. sLEP-R (10 ng/mL) in 
Verdünnungspuffer VP rek. Leptin in Konzentrationen zwischen 1 und 256 ng/mL zugefügt wurde. 

10 ng /mL sLEP-R = 12,38 ng/mL (gemessen)  

Rek. Leptin  Zielwert Messwert Wiederfindung 

[ng/ml] [ng/mL] [ng/mL] % 

1 12,38 10,0 80,9 

2 12,38 11,3 91,2 

4 12,38 12,2 98,4 

8 12,38 12,3 98,5 

16 12,38 12,3 99,2 

32 12,38 11,3 91,0 

64 12,38 11,7 94,5 

128 12,38 11,2 90,7 

256 12,38 8,8 71,5 
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12.3 Präzision 

Intra-Assay-Varianz 
Native Serumproben wurden 18fach an verschiedenen Positionen der Mikrotiterplatte gemessen. 
Im Durchschnitt betrug der Variationskoeffizient < 6 %. Beispielhafte Ergebnisse sind in der 
Tabelle 4 dargestellt. 

Tabelle 4: Intra-Assay Varianz 

 Probe 1 Probe 2 Probe 3 

Mittelwert [ng/ml] 13,7 24,1 41,1 

SA 0,57 1,32 1,80 

VK % 4,17 5,47 4,38 

n 18 18 18 

 

Inter-Assay Varianz 
Serumproben wurden in unabhängigen Tests gemessen. Im Durchschnitt betrug der 
Variationskoeffizient < 8 %. Beispielhafte Ergebnisse sind in der Tabelle 5 dargestellt. 
 

Tabelle 5: Inter-Assay Varianz 

 Probe 1 Probe 2 Probe 3 Probe 4 

Mittelwert [ng/mL] 14,5 28,4 25,5 77,0 

SA 0,96 3,01 1,26 5,18 

VK % 6,63 10,57 4,95 6,73 

n 17 17 16 16 

 

 
12.4 Linearität 

Die sLEP-R-Konzentration von vier humanen Serumproben wurde in verschiedenen 
Verdünnungen bestimmt. Die in Abbildungen 2a und 2b dargestellten Ergebnisse zeigen, dass 
in den getesteten Proben kein Einfluss der Verdünnung auf die gemessenen sLEP-R 
Konzentration festgestellt werden kann. Die Linearität der Probenverdünnung ist einem Bereich 
von 1:5 – 1:90 gegeben.  

2a) 

y = 215,06x + 2,1025
R² = 0,9938
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2b) 

 
Abbildungen 2a und 2b: Zur Bestimmung der Verdünnungslinearität wurden 4 
Serumproben in einem Bereich von 1:5 bis 1:90 verdünnt und die sLEP-R 
Konzentration in den jeweiligen Verdünnungen gemessen. 

 

12.5 Interferenz 

Triglyzeride, Bilirubin und Hämoglobin 
Die Interferenz physiologisch auftretender potentieller Störsubstanzen wurde durch Zugabe 
unterschiedlicher Mengen dieser Substanzen zu Serumproben getestet. In Tabelle 6 ist die 
relative Wiederfindung von sLEP-R im Vergleich zum Serum ohne Zusätze der potentiell 
störenden Substanz dargestellt. Keine der untersuchten Substanzen beeinflusst das 
Ergebnis des Testes. 
 
Tabelle 6: Interferenz Hier ist der relative Wert vom gemessenen sLEP-R im Vergleich zu nativem Serum 
gezeigt. 

[%] 
Triglyzeride 

[100 mg/mL] 

Bilirubin 

[100 µg/mL] 
Hämoglobin 
[1 mg/mL] 

Probe 1 95 107 103 

Probe 2 96 110 96 

Probe 3 103 86 116 

 

12.6 Wiederfindung und Richtigkeit 

Die Wiederfindung von rekombinantem sLEP-R in Serum variierte zwischen 81 und 119 % 
des erwarteten Wertes.  

Tabelle 7: Wiederfindung von rekombinantem humanem sLEP-R in Serumproben. Humane Serumproben 
wurden mit nominal 10 ng/mL rekombinantem sLEP-R versetzt, die Konzentration im R07 bestimmt und die 
Wiederfindung in % berechnet. 

 Wiederfindung in  [%] 

 Probe 1 Probe 2 Probe 3 Probe 4 

Probe 1:5 verdünnt 84 100 89 81 

Probe 1:10 verdünnt  97 119 93 108 
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12.7 Kalibrierung 

Die Rückführbarkeit des R07 wurde mit dem rekombinanten Mediagnost sLEP-R (#P48357 
AA20-839+HIStag) geprüft. Die Wiederfindung in Verdünnungspuffer, bezogen auf den 
nominalen Gehalt des rekombinanten Mediagnost Standards, betrug im Mittel 96,4 %.  

13 ASSAY VERGLEICH  

Die Messergebnisse des Mediagnost sLEP-R R07 wurden mittels Passing-Bablock und 
Bland-Altman Plot mit einem kommerziell erhältlichen Kit eines Wettbewerbers verglichen. 
Dazu wurde die sLEP-R Konzentrationen in 159 Serumproben klinischen Proben von 
Kindern ab 6 Jahren und Erwachsenen sowie erwachsenen Blutspendern in beiden Tests 
gemessen. Die Ergebnisse sind graphisch in den Abbildungen 3a und 3b dargestellt.  

Die relative Abweichung des Mediagnost sLEP-R vom Mittelwert aus beiden Tests beträgt 
durchschnittlich 24,8 %, die absolute Höhe der Konzentration hat keinen Einfluss darauf. 

Die Passing Bablok Regression zeigt einen sehr hohen linearen Zusammenhang zwischen 
den beiden Testsystemen, der ideal durch die Geradengleichung y = 3,382748 + 1.110451x 
beschrieben wird. 

 3a) Bland-Altman-plot 

 
 

 
3b) Passing-Bablok-Analyse 

 
Abbildung 4: Test-Vergleich. R07 sLEP-R [ng/ml] Messwerte von 159 Serumproben wurden mit einem 
kommerziell erhältlichen Konkurrent Kit verglichen. Die Ergebnisse wurden durch a) Bland-Altman-plot und b) 
Passing-Bablok Regression analysiert. 
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ENGLISH Instructions for use   

sLEP-R ELISA, R07 96 Determinations 

Regulatory Status For Research Use Only. Not for diagnostic purposes. 

Principle of the test Enzyme Immunoassay 

Duration (Incubation time) 5 h 

Antibodies Specific high-affinity antibodies 

Dilution Buffer Ready for use 

Washing Buffer 20fold concentrate 

Standard 8 single standards: 0 - 30 ng/mL, lyophilized 

Assay Range 0.0385 – 150 ng/mL  

Controls 2 serum controls, low and high level, respectively, 
lyophilized 

Samples human Serum or Plasma (EDTA, Heparin) 

Required sample volume 30 µL single determination / 50 µL double determination 

Sample dilution 1:5 

analytical Sensitivity  Ø < 0.0385 ng/mL 

Intra- / Inter-Assay Variance Ø < 10 % 

Linearity 1:5 – 1:90, Linear Regression R2 > 0.9 

Interference: Hemoglobin / 
Triglyceride / Bilirubin  

No influence up to concentrations of:  

1 mg/mL / 100 mg/mL / 100 µg/mL 

Calibration Recombinant eukaryotic expressed soluble leptin 
receptor (Mediagnost, #P48357 AA20-839+HIS tag) 

 Interference of rec. Leptin No influence up to concentrations of 256 ng/mL 

Expectation values Healthy adult blood donors (male 19 / female 20)  

1 INTENDED USE 

Quantitative measurement of soluble human leptin receptor (sLEP-R) in human serum or 
plasma for research purposes. 

2 INTRODUCTION 

The adipokine leptin realizes signal transduction via four different leptin receptor (LEP-R) 
isoforms. The amount of functionally active LEP-R, however, is affected by constitutive 
shedding of the extracellular domain. The product of the cleavage process, the so-called 
soluble leptin receptor (sLEP-R, soluble Leptin receptor), is the main binding protein for leptin in 
human blood and modulates its bioavailability. Concentrations of sLEP-R are differentially 
regulated in metabolic disorders, such as type 1 diabetes mellitus or obesity and can therefore 
enhance or reduce leptin sensitivity. Lipotoxicity and apoptosis increase LEP-R cleavage via 
ADAM10-dependent mechanisms. In contrast, although increased sLEP-R concentrations 
seem directly to inhibit leptin effects, reduced amounts of sLEP-R may reflect decreased 
membrane expression of LEP-R. These findings, in part, explain alterations of leptin sensitivity 
that are associated with changes in serum sLEP-R concentrations seen in metabolic disorders 
(1-5). 

3 ASSAY PRINCIPLE 

The Mediagnost ELISA for Soluble Leptin Receptor (sLEP-R) is a so-called Sandwich-Assay 
using two specific and highly affine antibodies. The sLEP-R in the samples binds to the first 
antibody coated on the microtiter plate. In the following step the second specific anti-sLEP-R-
antibody binds in turn to the immobilised sLEP-R. This is biotinylated and allows the binding of 
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a streptavidin-peroxidase enzyme conjugate. Subsequently, the peroxidase catalyzes an 
enzymatic reaction resulting in a blue coloration. The intensity of the blue color depends on the 
sLEP-R content of the sample. The reaction is stopped by the addition of stop solution. After 
stopping the reaction, the color intensity (then yellow) is quantified by measuring the 
absorbance and converted to the sLEP-R concentration using a standard curve. 

4 WARNINGS AND PRECAUTIONS 

For research and professional use only. 
The Mediagnost sLEP-R ELISA kit is suitable only for in vitro use and not for internal use in humans and animals. Follow strictly 
the test protocol. Use the valid version of the package insert provided with the kit. Be sure that everything has been understood. 
Mediagnost will not be held responsible for any loss or damage (except as required by statute) howsoever caused arising out of 
noncompliance with the instructions provided.  Safety Data Sheet available on request. 

Do not use obviously damaged or microbial contaminated or spilled material. 
 
Caution: This kit contains material of human and/or animal origin. Therefore all components and patient´s specimens 
should be treated as potentially infectious. 
 
Appropriate precautions and good laboratory practices must be used in the storage, handling and disposal of the kit reagents. 
The disposal of the kit components must be made according to the local regulations. 
 

4.1 Human Serum 

Following components contain human serum: Control Sera KS1, KS2 
Source human serum for the control sera provided in this kit was tested and found non-reactive for Hepatitis-B surface antigen 
(HBsAg), Hepatitis C virus (HCV) and Human Immunodeficiency Virus 1 and 2 (HIV). No known methods can offer total security 
of the absence of infectious agents; therefore all components and patient´s specimens should be treated as potentially 
infectious. 

4.2 Reagents  

A – H, AK, EK, VP, WP contain as preservatives 5-chloro-2-methyl-4-isothiazolin-3-one and 2-methyl-4-isothiazolin-3-
one (<0.015 %) 
H317   May cause an allergic skin reaction. 
P280   Wear protective gloves/ protective clothing/ eye protection/ face protection. 
P272  Contaminated work clothing should not be allowed out of the workplace. 
P261  Avoid breathing dust/ fume/ gas/ mist/ vapours/ spray. 
P333+P313 If skin irritation or rash occurs: Get medical advice/ attention. 
P302+P352 IF ON SKIN: Wash with plenty of soap and water. 
P501   Dispose of contents/ container in accordance with local/ regional/ national/ international regulations. 

 
Substrate Solution (S) 
The TMB-Substrate (S) contains 3.3´,5.5´ Tetramethylbencidine (<0.05 %) 
H315  Causes skin irritation. 
H319  Causes serious eye irritation. 
H335  May cause respiratory irritation. 
P261  Avoid breathing dust/ fume/ gas/ mist/ vapours/ spray. 
P305+P351+ IF IN EYES: Rinse cautiously with water for several minutes. 
P338    Remove contact lenses, if present and easy to do. Continue rinsing. 
 
Stopping Solution (SL) 
The Stopping solution contains 0.2 M acid sulphur acid (H2SO4) 
H290   May be corrosive to metals. 
H314   Causes severe skin burns and eye damage. 
P280  Wear protective gloves/ protective clothing/ eye protection/ face protection. 
P301+P330+ IF SWALLOWED: rinse mouth. 
P331   Do NOT induce vomiting. 
P305+P351+ IF IN EYES: Rinse cautiously with water for several minutes. 
P338  Remove contact lenses, if present and easy to do. Continue rinsing. 
P309+P310 IF exposed or if you feel unwell: Immediately call a POISON CENTER or doctor/physician. 

4.3 General first aid procedures: 

Skin contact: Wash affected area rinse immediately with plenty of water at least 15 minutes. Remove contaminated cloths and 
shoes. 
Eye contact: In case of contact with eyes, rinse immediately with plenty of water at least 15 minutes. In order to assure an 
effectual rinsing spread the eyelids. 
Ingestion: After swallowing the product, if the affected person is conscious, rinse out the mouth with plenty of water: seek 
medical advice immediately. 
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5 SAMPLES 

5.1 Sample Type 

Serum and Plasma  

The measurement of corresponding Serum and Heparin or EDTA plasma samples gives 
comparable results, no influence of the anticoagulant was detectable.  

5.2 Specimen collections 

Use standard venipuncture for the blood sampling. Haemolytic reactions have to be avoided.  

5.3 Required sample volume 

30 µL single determination / 50 µL double determination  
 

5.4 Sample dilution 

• Dilution: e.g. 1:5 with Dilution Buffer VP 

• Example for a double determination: Add 50 µL Sample to 200 µL Dilution Buffer VP  

(Dilution factor 5)  

• Minimum required sample dilution 1:5 

 

5.5 Sample stability 

 In firmly closable sample vials:  

• Storage at Room Temperature 20-25°C: max. 2 days 

• Storage at 4°C: max. 3 days 

• Storage at -20°C: 2 years 

• Freeze/Thaw cycles: max. 3  

Freeze-Thaw cycles should be minimized. Up to 3 cycles showed no effect on the measured 
sLEP-R concentration. 
 

5.6 Interference 

Neither triglycerides, bilirubin nor hemoglobin exert any influence on the measurement of sLEP-
R in human serum up to concentrations of 100 mg/mL, 100 µg/mL and 1 mg/mL, respectively. 
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6 MATERIALS 

6.1 Materials Provided 

The reagents listed below are sufficient for 96 wells including the standard curve. 
 

MTP Microtiter plate, ready for use, coated with human anti hLeptin-R 
antibody. Wells are separately breakable. 

12x8 wells 

A-H hLeptin Receptor Standards (rec.), lyophilized, concentrations 
are given on vial labels and on the QC-certificate. 

8 x 1 mL 

KS1 Control Serum 1, lyophilised, (human serum),  
concentration is given on the QC-certificate. 

1 x 500 µL 

KS2 Control Serum 2, lyophilized, (human serum), 
concentration is given on the QC-certificate. 

1 x 500 µL 

AK Antibody Conjugate, ready for use,  
contains biotinylated anti-hLeptin-R-antibody. 

1 x 12 mL 

EK Enzyme Conjugate, ready for use.  
contains Streptavidin-Peroxidase Conjugate. 

1 x 12 mL 

VP Dilution Buffer, ready for use,  
Please shake before use! 

1 x 60 mL 

WP Washing Buffer, 20-fold concentrated solution 
 

1 x 50 mL 

S Substrate, ready for use, horseradish-peroxidase-(HRP) 
substrate, stabilised Tetramethylbencidine. 

1 x 12 mL 

SL Stopping Solution, ready for use, 
0.2 M sulphuric acid.  

1 x 12 mL 

- Sealing Tape, for covering the microtiter plate. 3 x 
 

Instructions for use 1 x 
 

-- Quality Control Certificate 1 x 
 

 

6.2 Materials required, but not provided 

• Distilled (Aqua destillata, A. dest.) or deionized water for dilution of the Washing Buffer 
WP, 950 mL.  

• Precision pipettes and multichannel pipettes with disposable plastic tips 

• Polyethylene PE/Polypropylene PP tubes for dilution of samples  

• Vortex-mixer 

• Microtiter plate shaker (350 rpm) 

• Microplate reader ("ELISA-Reader") with filter for 450 and 590 nm 
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7 TECHNICAL NOTES 

Storage Conditions 
Store the kit at 2-8°C after receipt until its expiry date.  

Storage Life 
The shelf life of the components after initial opening is warranted for 4 weeks, store the unused strips and 
microtiter wells airtight together with the desiccant at 2-8°C in the clip-lock bag, use in the frame provided. The 
reconstituted components standards A-H and Control Sera KS1 and KS2 must be stored at –20°C (max. 4 weeks). 
For further use, thaw quickly but gently (avoid temperature increase above room temperature and avoid excessive 
vortexing). Avoid repeated thawing and freezing.Up to 3 of the freeze-thaw cycles did not influence the assay. The 
1:20 diluted Washing Buffer WP is 4 weeks stable at 2-8°C 

Preparation of reagents 

Bring all reagents to room temperature (20 - 25°C) before use. Possible precipitations in the buffers have to be 

resolved before usage by mixing and / or warming. Reagents with different lot numbers cannot be mixed. 
Reconstitution 
The Standards A – H and Controls KS1 and KS2 are reconstituted with the Dilution Buffer VP. It is recommended 
to keep reconstituted reagents at room temperature for 15 minutes and then to mix them thoroughly but gently (no 
foam should result) with a Vortex mixer. 

Dilution 
After reconstitution dilute the Control Sera KS1 and KS2 with the Dilution Buffer VP in the same ratio (1:5) as the 
sample. 
The required volume of Washing Buffer WP is prepared by 1:20 dilution of the provided 20fold concentrate with 
Aqua dest. 

Assay Procedure 
When performing the assay, Standards A-H, Control Serum KS1 and KS2 and the samples should be pipette as fast as 
possible (e.g. <15 minutes). To avoid distortions due to differences in incubation times Antibody Conjugate AK, Enzyme 
conjugate EK as well as the succeeding Substrate Solution S should be added to the plate in the same order and in the 
same time interval as the samples. Stopping Solution SL should be added to the plate in the same order as Substrate 
Solution S. 
All determinations (Standards A-H, Control Sera KS1 and KS2 and samples) should be assayed in duplicate. For optimal 
results, accurate pipetting and adherence to the protocol are recommended. 

Incubation 
Incubation at room temperature means: Incubation at 20 - 25°C. The Substrate Solution S stabilised 
Tetramethylbencidine, is photosensitive–store and incubation in the dark. 

Shaking 
The incubation steps should be performed at mean rotation frequency of a particularly suitable microtiter plate 
shaker. We are recommending 350 rpm. Due to certain technical differences deviations may occur, in case the 
rotation frequency must be adjusted. Insufficient shaking may lead to inadequate mixing of the solutions and 
thereby to low optical densities, high variations and/ or false values, excessive shaking may result in high optical 
densities and/ or false values. 

Washing 
Proper washing is of basic importance for a secure, reliable and precise performance of the test. Incomplete 
washing is common and will adversely affect the test outcome. Possible consequences may be uncontrolled 
unspecific variations of measured optical densities e.g. high Standard A value, potentially leading to false results 
calculations of the examined samples. Effects like high background values or high variations may indicate washing 
problems. 
All washing must be performed with the provided Washing Buffer WP diluted to usage concentration. Washing 
volume per washing cycle and well must be 300 µL at least. 
 
The danger of handling with potentially infectious material must be taken into account. 
 
Manual washing is recommended. Washing Buffer may be dispensed via a multistepper device, a multichannel 
pipette, or a squirt bottle. The fluid may be removed by dynamical swinging out the microtiter plate over a basin. If 
aspirating devices are used, care has to be taken that the inside well surface is not scratched. Subsequent to 
every single washing step, the remaining fluid should be removed by inverting the plate and repeatedly tapping it 
dry on non-fuzzy absorbent tissue. 
 
When using an automatic microtiter plate washer, the respective instructions for use must be carefully followed. 
Device adjustments, e.g. for plate geometry and the provided washing parameters, must be performed. Dispensing 
and aspirating manifold must not scratch the inside well surface. Provisions must be made that the remaining fluid 
volume of every aspiration step is minimized. Following the last aspiration step of each washing cycle, this could 
be controlled, and possible remaining fluid could then be removed, by inverting the plate and repeatedly tapping it 
dry on non-fuzzy absorbent tissue. 
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8 SUMMARY OF THE ASSAY PROCEDURE R07 

Preparation of reagents Reconstitution: Dilution 

A-H Standards in 1 mL Dilution Buffer VP  - 

KS1 Control Serum 1 in 500 µL Dilution Buffer VP  1:5 with Dilution Buffer VP  

KS2 Control Serum 2 in 500 µL Dilution Buffer VP  1:5 with Dilution Buffer VP 

WP Washing Buffer - 1:20 with Aqua dest. 

Sample dilution: with Dilution Buffer VP 1:5. Don´t use samples undiluted!   

Before assay procedure bring all reagents to room temperature 20-25°C. 

Assay Procedure in Double Determination: 

Pipette Reagents Position 

100 µL Standard A (0 ng/mL) A1/A2 

100 µL Standard B (0.625 ng/mL) B1/B2 

100 µL Standard C (1.25 ng/mL) C1/C2 

100 µL Standard D (2.5 ng/mL) D1/D2 

100 µL Standard E (5.0 ng/mL) E1/E2 

100 µL Standard F (10 ng/mL) F1/F2 

100 µL Standard G (20 ng/mL) G1/G2 

100 µL Standard H (30 ng/mL) H1/H2 

100 µL Control Serum KS 1 (1:5 diluted) A3/A4 

100 µL Control Serum KS 2 (1:5 diluted) B3/B4 

100 µL Sample    (1:5 diluted)  
in the rest of the wells according the 
requirements 

Cover the wells with the sealing tape. 

Sample Incubation: 2 hours at 20-25°C, 350 rpm 

5 x 300 µL Aspirate the contents of the wells and wash 5 x with 300 µL 
each Washing Buffer WP/ well. 

In each well 

100 µL Antibody Conjugate AK In each well 

Cover the wells with the sealing tape. 

Incubation: 2 hours at 20-25°C, 350 rpm 

5 x 300 µL Aspirate the contents of the wells and wash 5 x with 300 µL 
each Washing Buffer WP/ well.  

In each well 

100 µL Enzyme Conjugate EK In each well 

Cover the wells with the sealing tape. 

Incubation: 30 minutes at 20-25°C, 350 rpm 

5 x 300 µL Aspirate the contents of the wells and wash 5 x with 300 µL 
each Washing Buffer WP/ well. 

In each well 

100 µL Substrate Solution S In each well 

Incubation: 30 minutes in the Dark at 20-25°C 

100 µL Stopping Solution SL In each well 

 Measure the absorbance within 30 min at 450 nm  
with ≥ 590 nm as reference wavelength. 
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9 QUALITY CONTROL 

GLP requires that controls be run with each calibration curve. A statistically significant number 
of controls should be assayed to establish mean values and acceptable ranges to assure 
proper performance. All kit controls must be found within the acceptable ranges as stated on 
the QC Certificate. If the criteria are not met, the run is not valid and should be repeated.  

9.1 Quality Criteria 

For the evaluation of the assay it is required that the absorbance values of the Standard A 
should be below 0.25 and the absorbance of standard H should be above 1.00. 
Samples which yield higher absorbance values than Standard H should be re-tested at a higher 
dilution. 

10 EVALUATION OF RESULTS 

10.1 Establishing the Standard Curve 

The standards provided contain the following concentrations of sLEP-R : 

Standard A B C D E F G H 

ng/mL 0 0.625 1.25 2.5 5.0 10 20 30 

1) Calculate the mean absorbance value for the Standard A from the duplicated 
determination (well A1/A2). 

2) Subtract the mean absorbance of the Standard A from the mean absorbances of all other 
samples and standards. 

3) Plot the standard concentrations on the x-axis versus the mean value of the absorbance 
of the standards on the y-axis. 

4) Recommendation: Calculation of the standard curve should be done by using a computer 
program because the curve is in general (without respective transformation) not ideally 
described by linear regression. A higher-grade polynomial, or four parametric logistic 
(4-PL) curve fit or non-linear regression are usually suitable for the evaluation (as might 
be spline or point-to-point alignment in individual cases).  

5) The sLEP-R concentration in ng/mL of the samples and controls can be calculated by 
multiplication with the respective dilution factor.  
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10.2 Example of a Typical Standard Curve 

The exemplary data and the standard curve in Figure 1 cannot be used for the calculation of the test 
results. You have to establish a standard curve for each test you conduct. 

 

Table 1 Data which describe a typical standard curve. 

Standard A B C D E F G H 

ng/mL 0 0.625 1.25 2.5 5.0 10 20 30 

OD450-620 nm 0.00 0.047 0.102 0.198 0.392 0.823 1.577 2.117 

 
 
 

 
Figure 1: Exemplary Standard Curve 
 

10.3 Exemplary evaluation of sample concentrations 

Sample dilution: 1:5 
 
Measured extinction of your sample:  0.419 
Measured extinction of the Standard A:  0.00 
 
Your measurement program will calculate the sLEP-R concentration of the diluted sample 
automatically by using the difference of sample and Standard A for the calculation. You only 
have to determine the most suitable curve fit. In this exemplary case the following equation is 
solved by the program to calculate the sLEP-R concentration in the sample: 
 
y = -3E-05x3 + 0.0006x2 + 0.078x 
x= 5.17 
 
If the dilution factor (5) is taken into account the sLEP-R concentration of the undiluted sample 
is: 
 

5.17 ng/mL x 5 = 25.85 ng/mL  
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11 EXPECTED VALUES 

The expected values for sLEP-R were determined by ELISA Mediagnost R07 in samples of 39 
healthy adult subjects (20 women, 19 men) and analyzed (Table 2).  
 
Table 2: Expected values of sLEP-R in adults. The exemplary values were determined from samples from 39 
healthy blood donors, shown is the gender mean, median, (n = number; MW = mean; SD = standard deviation; min 
= low; Max = maximum) 

Gender n Mean 

[ng/ml] 

SD 

[ng/ml] 

VC 

[%] 

Median 

[ng/ml] 

Min. 

[ng/ml] 

Max. 

[ng/ml] 

Female 20 24.2 6.45 26.67 23.3 15.5 38.5 

Male 19 25.1 7.22 28.73 24.1 14.1 36.7 

Total 39 24.6 6.76 27.43 23.9 14.1 38.5 

12 PERFORMANCE CHARACTERISTICS 

12.1 Sensitivity 

The analytical sensitivity of the test system is defined, as the concentration sLEP-R, that is 
distinguishable from the blank / background. Sensitivity was assessed by measuring the blank 
and calculating the theoretical concentration of the blank + 2SD. The analytical sensitivity of the 
Mediagnost sLEP-R ELISA is 0.0385 ng/mL on average.  
The limit of quantification (LOQ, as Serial dilutions with 3 different sera with max. difference of ± 
20% to expected value) is 0.56 ng/mL.  

12.2 Specificity 

Recombinant Leptin 
Rec. sLEP-R was added at concentrations of 10 ng/mL to the Dilution Buffer VP, to this rec. 
Leptin in concentrations of 1 - 256 ng/mL was added. The sLEP-R content was measured: The 
measurement of rec. sLEP-R is not disturbed thorough rec. Leptin up to 256 ng/mL (values 
within +/-30%). 
 
Table 3: Specificity The influence of the rec. Leptin was tested by adding to the rec. sLEP-R (10 ng/mL) in 
Dilution Buffer VP, rec. Leptin was added in concentrations between 1 and 256 ng/mL. 

10 ng /mL sLEP-R  = 12.38 ng/mL (determined) 

Rec. Leptin  Target Value 
Measured 

Value Recovery  

[ng/ml] [ng/mL] [ng/mL] % 

1 12.38 10.0 80.9 

2 12.38 11.3 91.2 

4 12.38 12.2 98.4 

8 12.38 12.3 98.5 

16 12.38 12.3 99.2 

32 12.38 11.3 91.0 

64 12.38 11.7 94.5 

128 12.38 11.2 90.7 

256 12.38 8.8 71.5 
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12.3 Precision 

Intra-Assay-Variance 
Native human serum samples were measured (n=18) repeatedly at various positions of the 
microtiter plate. Intra-Assay variability was on average < 6%. Exemplary results are shown in 
Table 4. 
 
Table 4: Intra-Assay Variance 

 Sample 1 Sample 2 Sample 3 

Mean [ng/ml] 13.7 24.1 41.1 

SD 0.57 1.32 1.80 

CV% 4.17 5.47 4.38 

n 18 18 18 

 

Inter-Assay Variance 
Serum samples were measured in independent tests. The coefficient of variation was 8% on 
average. Exemplary results are shown in Table 5. 

Table 5: Inter-Assay Varianz 

 Sample 1 Sample 2 Sample 3 Sample 4 

Mean [ng/mL] 14.5 28.4 25.5 77.0 

SD 0.96 3.01 1.26 5.18 

CV% 6.63 10.57 4.95 6.73 

n 17 17 16 16 

 

12.4 Linearity 

The sLEP-R concentration of four human serum samples was determined at various dilutions. The 
results shown in Figure 2a and 2b prove that in the samples tested no influence of dilution can be 
detected. The linearity is given from the dilution 1:5 to 1:90. 
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2 b) 

y = 17,613x + 0,1052
R² = 0,9969

y = 26,741x + 0,1258
R² = 0,9983
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Figure 2a and 2b: Linearity, 4 serum samples were diluted in a range of 1:5 to 
1:90 and the sLEP-R concentration in the respective dilutions was measured. 

12.5 Interference 

Triclycerides, Bilirubin and Hemoglobin 
The possible interference of physiologically occurring substances was tested by adding 
different amounts of these potentially interfering substances to serum samples. Table 6 shows 
the relative recovery of sLEP-R in comparison to the serum without additions of these 
substances. None of the examined substances influenced the result of the test. 
 
Table 6 Interference: The relative amount of measured sLEP-R as compared to native serum is [%] shown. 

[%] 
Triglycerides  
[100 mg/mL] 

Bilirubin 

[100 µg/mL] 
Hemoglobin 
[1 mg/mL] 

Sample 1 95 107 103 

Sample 2 96 110 96 

Sample 3 103 86 116 

12.6 Recovery and traceability 

The recovery of recombinant sLEP-R in serum varied between 81 and 119% of the expected 
value 
 
Table 7 Recovery of recombinant human sLEP-R in serum samples. Human serum samples were spiked with 
nominal 10 ng/mL recombinant sLEP-R, the concentration in R07 was determined, and recovery was calculated. 

 Recovery in [%] 

 Sample 1 Sample 2 Sample 3 Sample 4 

Sample 1:5 diluted 84 100 89 81 

Sample 1:10 diluted  97 119 93 108 

12.7 Calibration 

The calibration of the R07 was made against the recombinant Mediagnost sLEP-R (#P48357 
AA20-839+HIS tag). The recovery relative to the nominal content of the recombinant 
Mediagnost standards averaged 96.4%. 
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13 ASSAY COMPARISON  

The measurement results of the Mediagnost sLEP-R R07 were compared with a commercially 
available competitor kit using a Passing-Bablock and Bland-Altman plot. For this purpose, the 
sLEP-R concentrations of 159 serum samples, clinical samples derived from children from age 
6 years and adults and adult blood donors, were measured by both tests. The results are 
graphically shown in Figures 3a and 3b and prove that the mean deviation of the sLEP-R assay 
is 24.8% of the mean of both tests. The absolute height of the sLEP-R levels has no influence 
on the results. 

The high degree of the linear relationship of both assay results is described by the Passing-
Bablok curve equation of y = 3,382748 + 1.110451x. 

 

3a) Bland-Altman-plot 

 
 

 
 

 

 
 

3b) Passing-Bablok Regression 

Figure 3a and 3b: Comparison Test R07 sLEP-R [ng/mL] values of 159 samples were compared with another 
commercially available kit. The results were analyzed by a) Bland-Altman plot and b) Passing-Bablok regression. 
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15 INTERNATIONALE ASSAY DESCRIPTION 

A-H STD Rec in  1 mL      BUF VP - 

KS1 Control  Rec in  500 µL   BUF VP 1:5 DILU BUF VP 

KS2 Control  Rec in  500 µL   BUF VP 1:5 DILU BUF VP 

WP WASHBUF  20x   - 1:20 DILU A. dest.  

- SPE 1:5 DILU BUF VP 

- C  20-25 C  

100 µL STD A          (0 ng/mL) A1/A2 

100 µL STD B          (0.625 ng/mL) B1/B2 

100 µL STD C          (1.25 ng/mL) C1/C2 

100 µL STD D          (2.5 ng/mL) D1/D2 

100 µL STD E          (5.0 ng/mL) E1/E2 

100 µL STD F          (10 ng/mL) F1/F2 

100 µL STD G          (20 ng/mL) G1/G2 

100 µL STD H          (30 ng/mL) H1/H2 

100 µL CONTROL KS1 1:5 DILU BUF VP A3/A4 

100 µL CONTROL KS2 1:5 DILU BUF VP B3/B4 

100 µL SPE  1:5 DILU BUF VP   

 TAPE 

   2 h  C 20-25     350 rpm 

5x 300 µL 5x WASHBUF WP 

100 µL Ab AK 

 TAPE 

   2 h  C 20-25     350 rpm 

5x 300 µL 5x WASHBUF WP 

100 µL CONJ EK 

 TAPE 

   0.5 h  C 20-25     350 rpm 

5x 300 µL 5x WASHBUF WP 

100 µL SUBST TMB S 

   0.5 h  C 20-25    

 H2SO4 SL 

 
MEASURE 
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16 SUMMARY OF THE ASSAY PROCEDURE R07 

Preparation of reagents Reconstitution: Dilution 

A-H Standards in 1 mL Dilution Buffer VP  - 

KS1 Control Serum 1 in 500 µL Dilution Buffer VP  1:5 with Dilution Buffer VP  

KS2 Control Serum 2 in 500 µL Dilution Buffer VP  1:5 with Dilution Buffer VP 

WP Washing Buffer - 1:20 with Aqua dest. 

Sample dilution: with Dilution Buffer VP 1:5. Don´t use samples undiluted!   

Before assay procedure bring all reagents to room temperature 20-25°C. 

Assay Procedure in Double Determination: 

Pipette Reagents Position 

100 µL Standard A (0 ng/mL) A1/A2 

100 µL Standard B (0.625 ng/mL) B1/B2 

100 µL Standard C (1.25 ng/mL) C1/C2 

100 µL Standard D (2.5 ng/mL) D1/D2 

100 µL Standard E (5.0 ng/mL) E1/E2 

100 µL Standard F (10 ng/mL) F1/F2 

100 µL Standard G (20 ng/mL) G1/G2 

100 µL Standard H (30 ng/mL) H1/H2 

100 µL Control Serum KS 1 (1:5 diluted) A3/A4 

100 µL Control Serum KS 2 (1:5 diluted) B3/B4 

100 µL Sample    (1:5 diluted)  
in the rest of the wells according the 
requirements 

Cover the wells with the sealing tape. 

Sample Incubation: 2 hours at 20-25°C, 350 rpm 

5 x 300 µL Aspirate the contents of the wells and wash 5 x with 300 µL 
each Washing Buffer WP/ well. 

In each well 

100 µL Antibody Conjugate AK In each well 

Cover the wells with the sealing tape. 

Incubation: 2 hours at 20-25°C, 350 rpm 

5 x 300 µL Aspirate the contents of the wells and wash 5 x with 300 µL 
each Washing Buffer WP/ well. 

In each well 

100 µL Enzyme Conjugate EK In each well 

Cover the wells with the sealing tape. 

Incubation: 30 minutes at 20-25°C, 350 rpm 

5 x 300 µL Aspirate the contents of the wells and wash 5 x with 300 µL 
each Washing Buffer WP/ well. 

In each well 

100 µL Substrate Solution S In each well 

Incubation: 30 minutes in the Dark at 20-25°C 

100 µL Stopping Solution SL In each well 

 Measure the absorbance within 30 min at 450 nm  
with ≥ 590 nm as reference wavelength. 

 

 


